[Criteria for choosing the screen-film system in x-ray diagnosis (author's transl)].
The physical dimensions to be kept in mind in choosing the screen-film system in radiography are defined and discussed. As an example of applying the method, the results of measuring these dimensions on 5 types of film and 6 types of screen are reported and their optimal combinations indicated as a function of examination conditions.